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(57) ABSTRACT 

A piezoelectric cantilever with a non-piezoelectric, or piezo- 
electric tip useful as mass and viscosity sensors. The change 
in the cantilever mass can be accurately quantified by moni- 
toring a resonance frequency shift of the cantilever. For bio- 
detection, antibodies or other specific receptors oftarget anti- 
gens may be immobilized on the cantilever surface, 
preferably on the non-piezoelectric tip. For chemical detec- 
tion, high surface-area selective absorbent materials are 
coated on the cantilever tip. Binding of the target antigens or 
analytes to the cantilever surface increases the cantilever 
mass. Detection of target antigens or analytes is achieved by 
monitoring the cantilever’s resonance frequency and deter- 
mining the resonance frequency shift that is due to the mass of 
the adsorbed target antigens on the cantilever surface. The use 
of a piezoelectric unimorph cantilever allows both electrical 
actuation and electrical sensing. Incorporating a non-piezo- 
electric tip (14) enhances the sensitivity of the sensor. In 
addition, the piezoelectric cantilever can withstand damping 
in highly viscous liquids and can be used as a viscosity sensor 
in wide viscosity range. 
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PIEZOELECTRIC CANTILEVER SENSORS 

STATEMENT OF GOVERNMENT INTEREST 

This invention was reduced to practice with Government 
support under Grant No. NAG2-1475 awarded by NASA, 
Grant No. R01 EB00720-01 awarded by NIH and Grant No. 
R-82960401 awarded by the EPA; the Government is there- 
fore entitled to certain rights to this invention. 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 
The invention relates to the field of sensors. In particular 

the invention relates to methods and apparatus for sensing 
biological and chemical species, as well as the measurement 
of viscosity. 

2. Description of the Related Technology 
Most of the current work done with biosensing technolo- 

gies relies on fluorescence, lasers, fiber-optics-based meth- 
ods, quartz crystal microbalance technology, electrochemical 
enzyme immunoassays, and binding to metal particles. Most 
of these techniques are neither direct, nor quantitative. Many 
of these techniques are also quite slow. In addition, most of 
the aforementioned techniques do not lend themselves to 
measurement of changes in mass, which may provide a con- 
venient way to measure a variety of different parameters. 

A mass sensor based on resonance frequency needs three 
components, an actuator (driver), a resonator, and a detector. 
Apopularmass sensor is a silicon-basedmicro-cantilever due 
to its commercial availability and ease of integration with 
existing silicon based methodologies. In a silicon-based 
micro-cantilever mass sensor, the micro-cantilever acts as the 
resonator and is driven by an external lead zirconate titanate 
(PZT) actuator at the base of the micro-cantilever to generate 
vibrations in the resonator, which may be detected by an 
external optical detector. For bio-detection, receptors are 
immobilized at the micro-cantilever surface. Binding of anti- 
gens to the receptors immobilized on the cantilever surface 
increases the cantilever mass and causes a decrease in the 
resonance frequency. Detection of target molecules is 
achieved by monitoring the mechanical resonance frequency. 
In spite of the popularity of silicon-based micro-cantilevers, 
they rely on complex external optical components for detec- 
tion. In addition, the PZT vibration driver adds to the weight 
and complexity of the sensor. Further, the external actuator 
can only be located at the base of the micro-cantilever, which 
greatly limits its effectiveness in driving the cantilever’s 
vibration. The optical means of detection also limits how 
small the micro-cantilever can be fabricated, and therefore 
limits the mass detection sensitivity. 

In addition to mass detection, silicon-based micro-cantile- 
vers have also been used as sensors for small molecules by 
detecting the stress generated on the cantilever by the adsorp- 
tion of species onto receptors associated with the cantilever. 
Antibody or DNA receptors are coated on the surface of the 
micro-cantilevers to bind target protein or DNA molecules. 
The stress generated at the time of binding or unbinding of the 
target molecules to the receptors on the micro-cantilever sur- 
face induces a temporary deflection of the micro-cantilever 
that may be detected by external optical components or by an 
adsorption-stress-induced DC voltage on a piezo-resistive 
coating layer on the cantilever surface. Because the binding- 
induced stress decays with time, it can only be detected when 
the micro-cantilever is first introduced to the target mol- 
ecules. The induced stress, and hence the induced DCvoltage, 
dissipates within 20 minutes. Also, detecting the adsorption- 
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2 
induced stress in this manner offers no information about the 
amount of target antigen adsorbed on the cantilever. 

Moreover, immersing silicon-based micro-cantilevers in 
water reduces the resonance intensity by an order of magni- 
tude, reducing the Q factor, defined as the ratio of the reso- 
nance peak frequency relative to the resonance peak width at 
half peak height, to about one, thus making it impractical to 
use silicon-based micro-cantilevers for in-water detection. 
The main reason that such silicon-based micro-cantilevers do 
not exhibit sufficiently high resonance signals in water is that 
silicon-based micro-cantilevers are not piezoelectric. The 
deflection at the tip of the silicon-based cantilever is driven by 
the vibration driver located at the base of the silicon-based 
cantilever and is detected by external optical components. 
Driving a cantilever at its base is not the most effective way to 
generate deflections at the tip of the cantilever. While the 
relatively weak deflection signal generated by the vibration 
driver at the base is sufficient for in-air detection it does not 
withstand the damping of water. 

Silicon-based micro-cantilever sensors therefore have the 
following shortcomings when used for mass detection using 
the resonance mechanism: (1) A silicon-based micro-cantile- 
ver sensor needs to be driven by an external actuator. (2) A 
silicon-based micro-cantilever sensor loses its detection sen- 
sitivity in water due to viscous damping. (3) A silicon-based 
micro-cantilever requires a complex external optical detec- 
tion system. The resolution of the optical detector puts a limit 
on how small the displacement can be and therefore, how 
small the cantilever can be, which places significant con- 
straints on detection sensitivity. 

For detection of stress, the silicon-based micro-cantilever 
sensor does not need a driver, but requires an external optical 
system or a piezo-resistive layer. Stress detection using a 
piezo-resistive layer involves DC electrical measurements. 
Furthermore, detection using a piezo-resistive layer is not 
very sensitive. Therefore, most silicon cantilevers use an 
external optical means for detection. In silicon-based micro- 
cantilevers, the adsorption induced stress decays in 20 min- 
utes and the adsorbed amount cannot be quantified. 

Compared to silicon-based sensors, piezoelectric micro- 
cantilever sensors are not as bulky and complex. Piezoelectric 
devices are excellent transduction candidates because of their 
short response time and high piezoelectric coefficients. 
Because they are piezoelectric, both the driving and sensing 
of the mechanical resonance can be conveniently done elec- 
trically within the resonator. Currently, piezoelectric biosen- 
sors are based on commercially available quartz crystal 
microbalances (QCM), a disk device that uses thickness- 
mode resonance for sensing. Although quartz is a weakpiezo- 
electric material, it is widely used as a layer thickness monitor 
in part due to the availability of large quartz single crystals to 
make the membranes. The typical mass detection sensitivity 
of a 5 MHz QCM that has a minimum detectable mass density 
(DMD) of g/cm2 is about lo-’ g/Hz, about two orders of 
magnitude less sensitive than millimeter sized piezoelectric 
cantilevers. Moreover, because QCMs are larger in size, they 
are harder to develop into array sensors for multiple antigens. 
Quartz is a weak piezoelectric, much like the silicon-based 
cantilever, when immersed in water, the resonance peak 
intensity of QCM is reduced to less than one twentieth of the 
in-air peak intensity due to viscous damping of water, thus 
limiting the use of QCMs in water. 

QCMs employ a piezoelectric crystal that serves as the 
actuator, resonator, and detector. However, it involves shear 
waves of the thickness mode of the crystal rather than the 
flexural mode of the cantilever geometry. QCMs have a lower 
mass sensitivity than a silicon-based micro-cantilever. QCMs 
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are also limited by the following shortcomings. Due to its 
planargeometry, formass detection, QCMs arenot capable of 
detecting very small amounts of mass, which limits the detec- 
tion sensitivity. Also, QCMs use higher resonance frequen- 
cies (>5 MHz), which reduces the relative sensitivity, (Afif), 
where f and Af denote the initial resonance frequency and the 
resonance shift. QCMs are also difficult to miniaturize in 
order to improve the detection sensitivity. 

Comparing the two direct biosensor technologies, silicon- 
based-micro-cantilever sensors', exhibit high mass-detection 
sensitivity, but the optical detection system is large and com- 
plex. QCM-based sensors have the merit of simple electrical 
driving and electrical detection but they exhibit a much lower 
mass sensitivity than silicon-based micro-cantilevers. 

QCMs are also larger in size thus harder to develop into 
array sensors for multiple antigens. 

Therefore, there exists a need for improvement of the sens- 
ing capabilities of existing sensors. 

SUMMARY OF THE INVENTION 

In a first aspect, the present invention relates to an appara- 
tus for sensing mass having a non-piezoelectric layer, and a 
piezoelectric layer bonded to the non-piezoelectric layer. The 
length of one of the layers is less than the length of the other 
of the layers. The apparatus also has electrodes located proxi- 
mate to the piezoelectric layer. 

According to a second aspect of the invention, a method for 
the detection of mass is provided. The method involves the 
steps of providing an apparatus having a non-piezoelectric 
layer, and a piezoelectric layer bonded to the non-piezoelec- 
tric layer, wherein the length of one of the layers is less than 
the length of the other of the layers, measuring a resonance 
frequency of the apparatus and comparing the measured reso- 
nance frequency to a baseline to determine a resonance fre- 
quency shift. 

According to a third aspect of the invention, a method for 
measuring viscosity is provided. The viscosity measurement 
method involves the initial step of providing an apparatus 
having a non-piezoelectric layer, and a piezoelectric layer 
bonded to the non-piezoelectric layer, wherein the length of 
one of the layers is less than the length of the other of the 
layers. The apparatus also includes electrodes located proxi- 
mate to the piezoelectric layer. The method also involves the 
steps of placing the provided apparatus in a liquid, measuring 
a resonance frequency of the apparatus, comparing the reso- 
nance frequency to a baseline to determine a resonance fre- 
quency shift, and determining a viscosity of the liquid based 
upon the resonance frequency shift. 

These and various other features and advantages that char- 
acterize the invention are pointed out with particularity in the 
claims annexed hereto and forming a part hereof. However, 
for a better understanding ofthe invention, its advantages, and 
the objects obtained by its use, reference should be made to 
the drawings which form a further part hereof, and to the 
accompanying descriptive matter, in which there is illustrated 
and described embodiments of the invention. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 shows a diagram of apiezoelectric cantilever sensor. 
FIG. 2 shows a diagram of an alternative embodiment of 

FIG. 3 shows a diagram of piezoelectric micro-cantilever 
the cantilever sensor having two piezoelectric layers. 

sensor. 

4 
FIG. 4 shows a diagram of a piezoelectric cantilever sensor 

illustrating the parameters used in determining the geometry 
of the piezoelectric cantilever sensor. 

FIG. 5 shows a diagram of a piezoelectric cantilever sensor 
5 illustrating the locations of various points on the piezoelectric 

cantilever sensor where specific equations govern the bound- 
ary conditions. 

FIG. 6 shows a graph depicting the experimental data for a 
piezoelectric cantilever sensor compared to theoretically cal- 

FIG. 7 shows a graph depicting the sensitivity of a piezo- 
electric cantilever sensor for different modes. 

FIG. Sa shows the graph for mode 1 demonstrating the 
change in resonance frequency relative to the length of a 

FIG. 8b shows the graph for mode 1 demonstrating the 
change in sensitivity relative to the length of a non-piezoelec- 
tric tip 

FIG. 8c shows the graph for mode 2 demonstrating the 
20 change in resonance frequency relative to the length of a 

non-piezoelectric tip. 
FIG. 8d shows the graph for mode 2 demonstrating the 

change in sensitivity relative to the length of a non-piezoelec- 
tric tip. 

FIG. 8e shows the graph for mode 3 demonstrating the 
change in resonance frequency relative to the length of a 
non-piezoelectric tip. 

FIG. S f  shows the graph for mode 3 demonstrating the 
change in sensitivity relative to the length of a non-piezoelec- 

FIG. 9 shows the resonance spectra of PECS in air, water, 

i o  culated values. 

15 non-piezoelectric tip. 

25 

30 tric tip. 

and sample liquids. 

DETAILED DESCRIPTION OF THE PREFERRED 
35 EMBODIMENT(S) 

Piezoelectric cantilever sensors (PECS) provide rapid, 
direct, and quantitative bio-detection. PECS combine the 
merits of silicon based sensors and QCMs and (i) exhibit high 

40 detection sensitivity, (ii) use electrical means for driving and 
sensing, (iii) have a minimal damping effect, and (iv) are 
compact, light-weight, and simple to operate. A PECS can be 
used in water for biological or chemical sensing. A PECS can 
also be used in oil or other highly viscous fluids for chemical 

An important aspect of the present invention involves the 
detection mechanism employed in the device ofthe invention, 
as well as the placement of the actuator. Detection using 
PECS 15, shown in FIG. 1, is achieved electrically using the 

50 piezoelectric layer, while detection by a silicon-based micro- 
cantilever is achieved by optically monitoring the resonance 
frequency shift. The driver of the PECS 15 is the same as the 
resonator in PECS 15, which facilitates the most effective 
driving, whereas the external driver of a silicon-based micro- 

55 cantilever sits at the base of the cantilever, which makes the 
driving less effective. 

Piezoelectric cantilever sensors may be used as mass detec- 
tors for bio-detection applications and chemical detection 
applications. FIG. 1 shows a general diagram of how a PECS 

60 15 is constructed. PECS 15 is a piezoelectric unimorph can- 
tilever with a piezoelectric layer 10 bonded to a longer non- 
piezoelectric layer 12. Both piezoelectric layer 10 and non- 
piezoelectric layer 12 are attached to clamp 11. The portion of 
non-piezoelectric layer 12 that extends beyond the end of 

65 piezoelectric layer 10 forms a non-piezoelectric tip 14. Alter- 
native embodiments may have piezoelectric layer 10 extend 
beyond non-piezoelectric layer 12 and, in such alternative 

45 and viscosity sensing. 
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embodiments a piezoelectric tip (not shown) would be 
formed. In order to achieve the best results one of the piezo- 
electric and non-piezoelectric layers must extend beyond the 
other. 

FIG. 2 shows a diagram of an alternative embodiment of 
the cantilever sensor 17 having two piezoelectric layers 10 
and 13. In this embodiment, non-piezoelectric layer 12 is 
placed between piezoelectric layers 10 and 13. In alternative 
embodiments, it is also possible to have a piezoelectric layer 
placed between two non-piezoelectric layers, if desired. 

An important aspect of the current invention lies in the use 
of a highly piezoelectric layer as part of the cantilever struc- 
ture, which enables electrical means for detection and actua- 
tion within the cantilever. Piezoelectric material produces 
electricity via mechanical pressure on certain crystals (nota- 
bly quartz or Rochelle salt); or, alternatively, electrostatic 
stress produces a change in the linear dimensions of the 
crystal. Some advantages of the present invention include 
allowing simple electrical measurements for detection with 
better signal sensitivity compared to silicon-based micro- 
cantilevers. This is clearly evidenced in Q values, where 
Q=f/6fwith f representing the resonance frequency and 6f the 
width of the resonance peak at half the peak height. A higher 
Q represents a better signal intensity. PECS 15 has a Q value 
well above 50 in water, whereas silicon-based micro-cantile- 
vers have a Q value of about 1 in water. 

In addition, using electrical measurements for detection 
does not impose a limit on how small the cantilever can be. 
This allows the cantilevers to be miniaturized to further 
improve the mass detection sensitivity. For example, by min- 
iaturizing cantilevers to smaller than 50 pm long, the mass 
detection sensitivity can reach g/Hz. The piezoelectric 
layer 10, which is the driver, is part of the cantilever. Because 
the driver of a PECS 15 is also the resonator, it leads to more 
effective actuation and better signal intensities for detection. 
This is very different from the external PZT actuator used in 
a silicon-based micro-cantilever that sits at the base of the 
cantilever. Driving a cantilever from the base of the cantilever 
is the most ineffective way to drive a cantilever (This is 
analogous to bouncing off a diving board from the base rather 
than from the tip). 

PECS 15 uses AC electrical impedance measurements to 
detect the resonance frequency shift, whereas the silicon- 
based-micro-cantilever uses optical means for detection. 
Some silicon-based micro-cantilevers use a piezo-resistive 
layer to measure a DC voltage induced by the stress generated 
by the adsorption. This is different from the AC impedance 
measurements used by PECS 15 for monitoring the resonance 
frequency shift. Moreover, cantilevers with a piezo-resistive 
layer do not provide the same level of signal intensity as 
cantilevers with a highly piezoelectric layer, as in the present 
invention. 

The differences between PECS 15 and QCM are just as 
striking. PECS 15 uses a flexural (bending) mode resonance 
for detection rather than the thickness mode, thereby employ- 
ing a much lower frequency and thus having a higher sensi- 
tivity. The flexural mode resonance frequency is typically 
below 100 H Z .  In contrast, the thickness mode resonance 
frequency of QCM is typically above 5 MHz. The lower 
frequencies used by PECS 15 allows a better resolution in 
frequency. For the same amount of frequency shift, Af, the 
relative frequency change Af/f is higher with PECS 15 than 
with QCM. Due to the planar geometry of the QCM, a QCM 
cannot detect very small masses. The piezoelectric coefficient 
of quartz is two orders of magnitude smaller than PZT. This 
results in a smaller signal intensity, which makes QCM unfa- 
vorable for in-water detection. 

6 
Detection is achieved by monitoring the cantilever's reso- 

nance frequency shift due to the mass increase of, for 
example, an adsorbed target antigen on cantilever tip 14, 
using electrical means. The use of the highly piezoelectric 

5 layer facilitates the all-electrical actuation and monitoring of 
the resonance frequency shift. With, for example, an antibody 
immobilized at the cantilever tip, piezoelectric unimorph can- 
tilever sensors with a tip permit rapid, direct, quantitative 
detection of bioagents such as proteins and cells in water with 

Furthermore, as noted above, using electrical measure- 
ments for detection allows the use of very small cantilevers, 
for example, cantilevers 50 pn long can be used to achieve 
unprecedented mass detection sensitivity. A 50 pn long can- 

The design of the non-piezoelectric tip of the cantilever 
contributes to the detection sensitivity and versatility: (1) by 
increasing the adsorption area for detection, (2) by amplify- 
ing the vibration amplitude at the tip to increase the mass 

20 detection sensitivity, and (3) by enhancing the intensity ofthe 
second and higher order resonance peaks to allow detection at 
higher order peaks (which in turn further increased the mass 
detection sensitivity). The result of the invention is a sensor 
that can be used to detect biological agents andor chemical 

25 agents that can (1) sense and quantify mass, (2) directly detect 
the target antigen or chemical without labeling and amplifi- 
cation, (3) be used in an aqueous solution without reducing its 
Q factor, (4) both actuate and detect by electrical means, 
thereby enabling it to be portable, (5) be miniaturized to 

g/Hz 
(smaller than the mass of the single bacterium) and also be 
compatible with microelectronic circuitry, and (6) be able to 
withstand damping of highly viscous fluids such as oil for 
viscosity measurements and performing chemical sensing in 

35 oil or other viscous fluids. 
The mass detection sensitivity of piezoelectric unimorph 

cantilevers with no tip (i.e. the tip length L,=O) has been 
analyzed experimentally. Denoting Am as the adsorbed point 
mass at the cantilever free end, the frequency change, A t ,  in 

40 the ith-mode resonance frequency, <, due to the mass change, 
Am, can be approximated as 

AA =-AAm/M,, (1) 

where Me is the effective mass of the cantilever. The fre- 
quency change can be further related to the cantilever length, 
L,, and width, w, as 

i o  simple all electrical measurements. 

15 tilever can detect masses on the order of femtograms. 

30 achieve unprecedented detection sensitivity e.g., 

45 

Af4Am.r l/wLp3. (2) 

50 The mass change per Hz is therefore AndAfzmwLp3, indicat- 
ing that reducing the cantilever size by a factor a, the mass 
change per Hz will decrease with the fourth power of a as 
AndAf,ma4. AndAf is expected to reach g/Hz with a 
50-pm long piezoelectric micro-cantilever with no tip, which 

55 allows the detection of a single particle of 60 nm in size; and 
10-l' g/Hz with a 15 pm long piezoelectric micro-cantilever 
that makes detection of a single sphere of 10 nm in diameter 
or a single DNA molecule (lo6 Dalton) possible. With a tip of 
an optimal length and thickness, detection sensitivity is fur- 

Because PECS 15 utilizes mechanical resonance as the 
means for sensing, the ratio of the thickness (t,) of the non- 
piezoelectric layer to the thickness (t,) of the piezoelectric 
layer plays an important role. The optimal thickness ratio 

65 depends on the Young's modulus ratio of the two layers. 
Denoting the thickness and Young's modulus of the piezo- 
electric and non-piezoelectric layers as t,, E, and t,, En, 

60 ther enhanced. 
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respectively, and the thickness ratio (t,/t,) andyoung’s modu- 
lus ratio (E,/E,) as a and b respectively, the optimal resonance 
strength occurs at aman that satisfies 

1-2b-2ba,,x2-2ba,,3-(4b+3b2)a,,x4+3b2a,,5=0 

for a fixed piezoelectric layer thickness and a varied non- 
piezoelectric layer thickness. For a fixed total thickness, the 
optimal thickness ratio occurs at aman=b-1/2. In practice, the 
optimal range ofthe thickness ratio, aman, is from about 0.2 to 
about 1. A working range of the thickness ratio (t,/t,) is from 
about 0.1 to 3. 

The length ratio influences the strength of higher-mode 
resonance peak intensity and detection sensitivity. The ratio 
1,/1, for optimal high-mode intensity occurs around about 
1,/1,=0.5 where 1, is the length ofthe section containing both 
the piezoelectric and non-piezoelectric layer and 1, is the 
length of the layer that extends beyond the section containing 
both layers to form the tip, respectively. The length ratio 
(l,/l,) may range from about 0.2 to 2. 

The resonance intensity of PECS 15 is also strongly influ- 
enced by the total thickness of the cantilever and more impor- 
tantly by the piezoelectric layer thickness. This is because 
most highly piezoelectric layers are ceramic with high den- 
sity and elastic modulus. For sensors with a total length 2 cm 
to 0.5 pm, the piezoelectric layer thickness, t,, ranges from 
250 pm to 0.5 pm. When piezoelectric layer thickness, t,, 
ranges from 250 pn to 0.5 pm, the total cantilever thickness 
t,+t, ranges from 350 pm to 1 pm. 

FIG. 3 shows a schematic of a micro-fabricated piezoelec- 
tric micro-cantilever sensor 100, which is a type of PECS 15. 
It is important to note that while the embodiment shown in 
FIG. 3 shows non-piezoelectric layer 112 being longer than 
piezoelectric layer 110 it is possible to have piezoelectric 
layer 110 be longer than non-piezoelectric layer 112 in order 
to form a piezoelectric tip. As shown in FIG. 3, Piezoelectric 
layer 110 and non-piezoelectric layer 112 are on the order of 
micron thicknesses. For example, lead zirconate titanate 
(PZT), lead magnesium niobate-lead titanate solid solutions 
(PMN,,,-PT,,,) and strontium lead titanate (Sr,Pb,,TiO,) 
films can be used to form the highly piezoelectric layers 110. 
In FIG. 3, non-piezoelectric layer 112 is Si,N4. Other mate- 
rial choices for layer 112 include ceramics such as SiO, or 
metals such as copper, stainless steel, Ti, or polymers or the 
composites ofceramics, metals, orpolymers. Ontop ofpiezo- 
electric layer 110 is top electrode 116, which can be made 
from AdCr or Pt/Ti or SO,. Top electrode 116 can be pat- 
terned into several regions. Bonding pad 122 is placed on the 
non-piezoelectric tip 114. Bonding pad 122, when used for 
bio-sensing, can be used to immobilize receptors to bind 
antigens, antibodies or DNA. Bonding pad 122 can also be 
made of other absorbent materials to absorb analytes for 
detection of various chemicals. It is also possible to use no 
bonding pad 122 an instead provide material for and use the 
non-piezoelectric tip for sensing the viscosity of fluids. Bond- 
ing pad 122 can be constructed from, for example, gold or 
SiOz and any other material appropriate for the type of detec- 
tion. 

Between piezoelectric layer 110 and non-piezoelectric 
layer 112 is bottom electrode 118, which can be constructed 
out of Pt/TiO, on SiO, or Pt/Ti on a metal substrate. On the 
bottom portion of non-piezoelectric layer 112 can be a layer 
of A1,0, or other electrically insulating materials for electri- 
cal insulation of the electrodes. The base of non-piezoelectric 
layer 112 is placed on top of clamp 124, which can be con- 
structed out of Si or glass or any substrate material. The 
thickness ratio between piezoelectric layer 110 and non-pi- 
ezoelectric layer 112 is chosen such that it optimizes the 
resonance signal and the mass detection sensitivity. In alter- 
native embodiments, piezoelectric micro-cantilever sensors 

8 
(PEMS) 100 can be arranged into arrays using micro-fabri- 
cation techniques. The piezoelectric micro-cantilever sensor 
100 can be utilized for in-situ rapid, simultaneous, direct 
quaglification of molecules with unprecedented attogram 
(10 g) sensitivity. 

The possible resonance frequency for mass sensing ranges 
from 1 kHz to 10 MHz, to preferably 50 kHz to 5 MHz Using 
the resonance frequency shift to quantify the mass change of 
a piezoelectric micro-cantilever sensor 100 as a detection 
mechanism for biological systems has the advantages that (1) 
the post-adsorption resonance frequency change will remain 
unchanged as long as the adsorbed target antigens remain 
adsorbed, (2) the amount of the adsorbed antigens can be 
determined from the resonance frequency shift, and (3) it uses 
all-electrical actuation and detection. This is different from 

l5 bio-detection using silicon-based micro-cantilevers with a 
piezo-resistive layer, which detects a DC voltage induced by 
the stress upon adsorption of the antigens. 

As described above, miniaturization of the piezoelectric 
unimorph cantilevers to make piezoelectric micro-cantilever 

20 sensors (PEMS) 100 allows unprecedented mass detection 
sensitivity. Another benefit of piezoelectric micro-cantilever 
sensors (PEMS) 100 is the potential forreduction of detection 
time. The attachment of target bio-agents, or target sub- 
stances requires diffusion of the target bio-agents to the sur- 

25 face PEMS 100. A smaller detectable mass change, Am, 
means smaller amounts of bio-agents, or other substances, 
need to absorb on the PEMS 100 surface for detection, which 
is important for ultra-low concentration detection. A smaller 
minimal detectable amount means a smaller diffusion volume 

3o and therefore a shorter diffusion time for materials, to reach 
the cantilever surface. When the cantilever is shrunk by a 
factor of a in all dimensions, the time needed for the minimal 
detectable amount of material, to reach the surface of PEMS 
100 is reduced by a factor a4j3. For example, when cantilever 
size is reduced from 1 cm to 50 pm, the detection time is 

35 reduced by a factor of about 1000. Thus, reducing the canti- 
lever size not only increases the sensitivity of the device, it 
may also significantly decrease the detection time. 

Currently, with a 5-mm long cantilever, the detection time 
is about 60 minutes in a concentration of 1 g/L. With a 

40 cantilever 50 pm in length, the adsorption time may be sig- 
nificantly less than 1 minute, allowing for real-time concen- 
tration quantification. 

It is to be understood that the geometry shown in FIG. 3 is 
only one of the possible geometries that the PEMS 100 could 

45 have. The shape of PEMS 100 can be full or open, rectangular, 
rounded, or various other polygonal shapes. Non-piezoelec- 
tric tip 114 canbe an extensionofnon-piezoelectric layer 112, 
or could alternatively be constructed of a different, non-pi- 
ezoelectric material than the non-piezoelectric layer 112. Fur- 

50 thermore, it is possible to have the piezoelectric layer be 
longer than the non-piezoelectric layer in order to form a 
piezoelectric tip. The length of piezoelectric layer 110 can 
range from 2.5 centimeters to 0.5 microns, or from 1.5 cen- 
timeter to 1 .Omicron. The thickness ofpiezoelectric layer 110 

55 can range from a 10 millimeters to sub-micron thickness’, or 
from 1.0 millimeter to sub-micron thickness’. The width of 
the piezoelectric layer can range from 10 millimeters to 0.5 
microns, or from 1 .O millimeter to 1 .O micron. The length of 
non-piezoelectric layer 112 can range from 2.5 centimeters to 
0.5 microns, or from 1.5 centimeters to 1.0 micron. The 

6o thickness of non-piezoelectric layer 112 can range from 10 
millimeters to sub-micron thickness’, or from 1 millimeter to 
sub-micron thickness’. The width of the non-piezoelectric 
layer 112 can range from 10 millimeters to 0.5 microns, or 
from 1.0 millimeter to 1.0 micron. The PEMS 100 can be 

65 tapered in the lateral and/or thickness direction. Likewise, the 
non-piezoelectric tip can be tapered in the lateral and/or 
thickness direction, and can also be muchnarrower or thinner 
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[sinh(klll)cos(kllI) + cosh(klll)sin(klll)] + 
[(I - ab2)sinh(k212) + (1 + ab2)sin(k2/2)] 

[sinh(klll)sin(klll) - cosh(klll)cos(kl 11)] + 

9 10 
than the piezoelectric layer. Furthermore, the cantilevers, 
such as PEMS 100 can be extended into a sandwich design 
employing two piezoelectric layers 110 sandwiching a non- 
piezoelectric layer 112. 

The design of the PEMS 100 combines a piezoelectric 5 

unimorph cantilever with optimal actuation and sensing, as 
well as a mass-detection-sensitivity-enhancing non-piezo- 
electric tip 114. The miniaturization of the cantilevers uses 
highly piezoelectric layers on the order of micron thickness. 
The benefits of non-piezoelectric tip 114 are nontrivial. The 
benefits of non-piezoelectric tip 114 can be seen from a com- 

bending moment is 

D l % I  =D2- 
d2h2(X)  I ’ dx2 x=o dx2 x=o 

and axial force is 
10 

parison of piezoelectric micro-cantilever sensors (PEMS) D I E g  d::(x) lx=o 
100 of various tip lengths and thicknesses. Solving the fourth X=O 

order differential flexural wave equation of the cantilever 15 
developed a transcendental equation, discussed below in 
example 1. The transcendental equation permits accurate pre- 
diction of the appropriate non-piezoelectric tip 114 length 
and thickness for optimal sensitivity and Q-factor. Alterna- 
tively, this calculation can also be used calculate the optimal 20 
length and thickness for the piezoelectric layer in embodi- 
ments where a piezoelectric tip is being employed. 

At free end 50, x=l,, the slope is 

EXAMPLE 1 
25 and the axial force is 

FIGS. 4-8f show various graphs that demonstrate the per- 
formance of PECS 15, and the effects of variations in the 

changes by electrically monitoring resonance frequency 3o 
shifts in flexural modes. The measured resonance frequencies 
range from 500 kHz to 1500 H z ,  or from 1 kHz to 1000 kHz. 

length of non-piezoelectric tip 14. PECS 15 detects mass D2*l = o .  
X=i2 

FIG, 4 shows a diagram of PECS 15 illustrating the param- 
eters used in determining the geometry of PECS 15. The 

The waveform equation and the boundary conditions are used 
to give the equation shown 

equation 35 

40 

governs the waveform for of PECS 15. The equation: 
45 h,(n)=C,, sin(k,n)+C,, cos(k,n)+C,, sin h(k,n)+C,, 

cos h(k,x) 

governs that portion of PECS 15 that extends for length 1, and 
contains both piezoelectric layer 10 and non-piezoelectric 
layer 12, while the equation: 50 

h,(n)=C,, sin(kg)+C,, cos(kg)+C,, sin h(kg)+C,, 
cos h(k,, 

governs that portion of non-piezoelectric layer 12 that begins 55 
at the end of 1, and extends the length of 1,. 

FIG. 5 shows the equations governing the boundary con- 
ditions for the various points on PECS 15. At clamp end 30, 
displacement equals 0, slope equals 0, andx=-1,. At continu- 
ation point 40, x=O, therefore, displacement is h,(O)=h,(O), 60 

slope is 

[b(l - ab2)sinh(k212) - b(1 + ab2)sin(k212)1 
[sinh(kl ll)cos(klll) + cosh(klll)sin(klll)] + 
[(l - ab2)cosh(k212) - (1 + ab2)co~(kzlz)1 

[sinh(klll)sin(klll) - cosh(klll)cos(klll)] + 
[(l + ab2)cosh(k212) - (1 - ab2)co~(kzlz)1 

[b(l - ab2)sinh(k212) - b(1 + ab2)sin(k212)1 
[sinh(klll)sin(klll) + cosh(klll)cos(klll)] + 
[(l - ab2)cosh(k212) - (1 + ab2)cos(k212)] 

[cosh(klll)sin(klll) - sinh(klll)cos(klll)] + 
[b(l - ab2)sin(k212) - b(1 + ab2)sinh(k212)] 

[(I + ab2)sinh(k212) + (1 - ab2)sin(k2/2)] I [b(l - ab2)cosh(k212) - b(1 + ab2)cos(k212)] 
[sinh(klll)sin(klll) + cosh(klll)cos(kl 11)] + 

[(I - ab2)sinh(k212) + (1 + ab2)sin(k2/2)] 
[cosh(klll)sin(kllI) - sinh(klll)cos(klll)] + 
[b(l - ab2)cos(k212) - b(1 + ab2)cosh(k212)] , 

65 
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With 

fJ 

and i=section 1, or 2, and j=the j’th mode. This becomes 

and 

FIG. 6 shows the experimental data for a PECS 15 with a 
piezoelectric layer 10 that is 12 mm. in length and a non- 
piezoelectric tip 14 of 8 mm. in length. FIG. 6 shows the 
actual frequency measured and the triangles illustrate theo- 
retical values for the wave frequency. From this graph it is 
demonstrated that the theoretical values match the experi- 
mental data very closely. 

FIG. 7 demonstrates the sensitivity of the PECS 15 for 
different modes. The real amplitudes of each mode are not 
known, however it is known that the lower mode will give a 
much larger displacement. 

is the equation that indicates sensitivity, i.e. the amount of 
mass that PECS 15 can detect given the geometry of the 
example provided. In FIG. 

3 =6.18x104Hdg. 
d m  

Hzig for mode 1. For mode 2, 

3 = 1.28xlO’Hdg. 
d m  

For mode 3, 

3 = 5.51 x 1O’Hdg 
d m  

FIG. Sa shows the change in resonance frequency of a 
PECS 15 as the length of non-piezoelectric tip 14 varies for 
mode 1. PECS 15 has a piezoelectric layer 10 that is 0.254 
mm. thick and a non-piezoelectric layer 12 that is 0.1 mm. 
thick. The length (11) of piezoelectric layer 10, remains con- 
stant at 12 mm. The length (1J of non-piezoelectric tip 14, 
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12 
varies from 0 mm. to 24 mm, in order to show the effect of 
varying the length of non-piezoelectric layer 10. 

FIG. 8b shows the sensitivity of PECS 15 as the length of 
non-piezoelectric tip 14 is varied for mode 1. From this graph 
it can be seen that there is a point where the sensitivity is 
greatest. FIG. 8c shows a graph formode 2 demonstrating the 
change in resonance frequency relative to the length of non- 
piezoelectric tip 14. FIG. 8d shows a graph for mode 2 dem- 
onstrating the change in sensitivity relative to the length of 
non-piezoelectric tip 14. FIG. 8e shows graphs for mode 3 
demonstrating the change in resonance frequency relative to 
the length of non-piezoelectric tip 14. FIG. S f  shows a graph 
for mode 2 demonstrating the change in sensitivity relative to 
the length of non-piezoelectric tip 14. From these graphs it 
can be seen that with a non-piezoelectric tip 14 length of 2 
mm, a very high sensitivity can be obtained for PECS 15. 

EXAMPLE 2 

This example shows the behavior of PECS 15 in three 
viscous solutions labeled as samples 1-3 in FIG. 9, as well as 
in air and water. This example demonstrates that the viscosity 
ofthe fluid in which PECS 15 is immersed, does not dramati- 
cally affect the resonance frequency. Therefore, PECS 15 will 
be useful for detection in viscous solutions. Furthermore, the 
ability to predict the behavior of the PECS 15 in various 
viscosities based upon the known geometry of PECS 15 per- 
mits the use of PECS 15 to measure the viscosity of a fluid. 
The viscosity of the three samples was measured by a rheom- 
eter. The viscosity ofwater and the three samples are, shown 
below in Table 1. 

TABLE 1 

Viscosity 
(CP) A f  (Hz) Q value Af/f,,,(%) 

Water 1 140 17.5 10.1 
Sample 1 249 180 11.6 13 
Sample 2 995 230 7.4 17 
Sample 3 3700 280 5.6 20.3 

Q=f/6f, with f representing the resonance frequency, and 6f 
representing the width of the resonance peak at half the peak 
height. A higher Q value indicates a better signal intensity. 
From Table 1 it can be seen that even in sample 3, with a 
viscosity measurement of 3700 (cp), PECS 15 has a better 
signal intensity than a silicon-based micro-cantilever, which 
has a Q value of about 1 in water. It can further be seen that 
viscosity-induced change in resonance frequency is easily 
measured, thereby making it possible to employ measure- 
ments of the resonance frequency to determine the viscosity 
of a liquid or gas. The frequency for viscosity sensing ranges 
from about 100 Hz to 1500 kHz, and is preferably 1 100 Hz to 
1000 kHz. 

It is to be understood, that even though numerous charac- 
teristics and advantages of the present invention have been set 
forth in the foregoing description, together with details of the 
structure and function ofthe invention, the disclosure is illus- 
trative only, and changes may be made in detail, especially in 
matters of shape, size, choice of materials and arrangement of 
parts within the principles of the invention to the full extent 
indicated by the broad general meaning of the terms in which 
the appended claims are expressed. 
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What is claimed is: 
1. An apparatus for sensing mass comprising: 
a non-piezoelectric layer; 
a piezoelectric layer bonded to said non-piezoelectric 

layer, wherein a length of one of said piezoelectric layer 
and said non-piezoelectric layer is less than a length of 
another of said piezoelectric layer and non-piezoelectric 
layer, wherein a ratio of a thickness of said non-piezo- 
electric layer to a thickness of said piezoelectric layer is 
from about 0.1 to about 3.0; and 

electrodes located proximate to said piezoelectric layer. 
2. The apparatus of claim 1, wherein saidnon-piezoelectric 

layer comprises a material selected from the group consisting 
of ceramics, metals, polymers and composites one or more of 
ceramics, metals, and polymers. 

3. The apparatus of claim 2, wherein saidnon-piezoelectric 
layer comprises a material selected from the group consisting 
of silicon dioxide, copper, stainless steel, and titanium. 

4. The apparatus of claim 1, wherein said piezoelectric 
layer comprises a piezoelectric material selected from the 
group consisting of lead zirconate titanate, lead magnesium 
niobate-lead titanate solid solutions, and strontium lead titan- 
ate. 

5. The apparatus of claim 1, further comprising a bonding 
pad. 

6. The apparatus of claim 5, wherein said bonding pad is 
made from a material selected from the group consisting of 
gold, SiO,, a material capable of immobilization of a receptor 
material, and an absorbent material appropriate for use in 
chemical sensing. 

7. The apparatus of claim 1, wherein saidnon-piezoelectric 
layer has a length of about 2.5 centimeters to about 0.5 
microns. 

8. The apparatus of claim 1, wherein saidnon-piezoelectric 
layer has a length of about 1.5 centimeters to about 1.0 
microns. 

9. The apparatus of claim 1, wherein said piezoelectric 
layer has a length of about 2.5 centimeters to about 0.5 
microns. 

10. The apparatus of claim 1, wherein said piezoelectric 
layer has a length of about 1.5 centimeters to about 1.0 
microns. 

11. The apparatus of claim 1, wherein said electrodes are 
employed to measure resonance frequency. 

12. The apparatus of claim 11, wherein the presence of 
mass is determined by measurement of a shift in resonance 
frequency. 

13. The apparatus of claim 11, wherein the resonance fre- 
quency when sensing mass is from about 1 kHz to about 10 
MHz. 

14. The apparatus of claim 11, wherein the resonance fre- 
quency when sensing mass is from about 50 liHz to about 5 
MHz. 

15. The apparatus of claim 1, wherein said piezoelectric 
layer is triangular in shape. 

16. The apparatus of claim 1, wherein said piezoelectric 
layer is round in shape. 

17. The apparatus of claim 1, wherein at least one of said 
piezoelectric layer and said non-piezoelectric layer is 
tapered. 

18. The apparatus of claim 1, wherein a dimension of said 
non-piezoelectric layer is less than a corresponding dimen- 
sion of said piezoelectric layer. 

19. The apparatus of claim 1, wherein one of said elec- 
trodes is located between said non-piezoelectric layer and 
said piezoelectric layer. 
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20. The apparatus of claim 1, further comprising a second 

piezoelectric layer located on a side of said non-piezoelectric 
layer opposite a side on which said first piezoelectric layer is 
located. 

21. The apparatus of claim 1, wherein the piezoelectric 
layer thickness ranges from about 250 pm to about 0.5 pm. 

22. A method for the detection of mass comprising the 
steps of 

providing a sensing apparatus comprising; 
a non-piezoelectric layer; and 
a piezoelectric layer bonded to said non-piezoelectric 

layer, wherein a length of one of said piezoelectric layer 
and said non-piezoelectric layer is less than a length of 
another of said piezoelectric layer and non-piezoelectric 
layer; 

measuring a resonance frequency of said apparatus; and 
comparing said measured resonance frequency to a base- 

line resonance frequency to determine a frequency shift 
wherein a ratio of a thickness of said non-piezoelectric 
layer to a thickness of said piezoelectric layer is from 
about 0.1 to about 3.0. 

23. The method of claim 22, wherein said apparatus further 
comprises electrodes located proximate to said piezoelectric 
layer. 

24. The method of claim 22 further comprising the step of 
determining the presence of a biological or chemical sub- 
stance based upon said determined shift in resonance fre- 
quency. 

25. The method of claim 22, further comprising the step of 
providing more than one sensing apparatus to form an array. 

26. The method of claim 22, wherein said step of measur- 
ing resonance frequency measures frequencies of about 1 
kHz to about 10 MHz. 

27. The method of claim 22, wherein said step of measur- 
ing resonance frequency measures frequencies of about 50 
kHz to about 5 MHz. 

28. The method of claim 22, wherein said non-piezoelec- 
tric layer has a length of from about 2.5 centimeters to about 
0.5 microns. 

29. The method of claim 22, wherein said non-piezoelec- 
tric layer has a length of from about 1.5 centimeters to about 
1 .O micron. 

30. The method of claim 22, wherein said piezoelectric 
layer has a length of from about 2.5 centimeters to about 0.5 
microns. 

31. The method of claim 22, wherein said piezoelectric 
layer has a length of from about 1.5 centimeter to about 1 .O 
micron. 

32. The method of claim 22, wherein said piezoelectric 
layer comprises at least one material selected from the group 
consisting of lead zirconate titanate, lead magnesium nio- 
bate-lead titanate solid solutions and strontium lead titanate. 

33. The method of claim 22, wherein said step of measur- 
ing occurs in a liquid with a viscosity greater than water. 

34. The method of claim 22, wherein said step of measur- 
ing occurs in a liquid with a viscosity of from about 1 cp. to 
about 4000 cp. 

35. The method of claim 22, further comprising the step of 
determining a mass of a biological or chemical substance 
based upon said determined shift in resonance frequency. 

36. The method of claim 22, wherein a ratio of a thickness 
of said non-piezoelectric layer to a thickness of said piezo- 
electric layer is from about 0.2 to about 1.0. 

37. Themethodofclaim 22, whereinthe piezoelectric layer 
thickness ranges from about 250 pn to about 0.5 pm. 
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38. A method for measuring viscosity comprising the steps 

providing an apparatus comprising; 
a non-piezoelectric layer; 
a piezoelectric layer bonded to said non-piezoelectric 

and said non-piezoelectric layer is less than a length of 
another of said piezoelectric layer and said non-piezo- 41. The method of claim 38, wherein a ratio of a thickness 
electric layer; and electrodes located Proximate to said 10 of said non-piezoelectric layer to a thickness of said piezo- 
piezoelectric layer; electric layer is from about 0.2 to about 1.0. 

42. Themethodofclaim 38, whereinthe piezoelectric layer 
thickness ranges from about 250 pn to about 0.5 pm. 

43. The method of claim 38, wherein one of said electrodes 
15 is located between said non-piezoelectric layer and said 

piezoelectric layer. 

thickness of said non-piezoelectric layer to a thickness 
of saidpiezoelectric layer is from about 0.1 to about 3.0. 

39. The method of claim 38, wherein said step of measur- 
ing resonance frequency measures frequencies of about 100 

5 Hz to about 1500 kHz. 
40, ne method of claim 38, wherein said step ofmeasur- 

O f  

layer, wherein a length of one of said Piezoelectric layer ing resonance frequency measures frequencies of about 1 100 
H~ to about 1000 kHz, 

placing said apparatus in a liquid; 
measuring a resonance frequency of said apparatus; 

to determine a shift in resonance frequency; and 
the measured frequency to a baseline 

determining viscosity of said liquid based upon said deter- 
mined shift in resonance frequency wherein a ratio of a * * * * *  


